VERIFY Indicator Tape is used as a chemical indicator for select vaporized hydrogen peroxide and gas plasma sterilization systems.*

1. Apply tape to wrap. Ensure each piece is ≥ 4 in/10 cm.

2. Sterilize package per the sterilizer’s instructions for use.

3. Remove package from sterilizer and interpret the indicator tape.

* These systems include the following: V-PRO® 1 Sterilizer, V-PRO® 1 Plus Sterilizer, V-PRO maX Sterilizer, V-PRO® 60 Sterilizer, STERRAD® 100S Sterilizer, STERRAD® 200 Sterilizer, STERRAD® NX Sterilizer, STERRAD® 100 NX Sterilizer.

STERRAD is a registered trademark of Advanced Sterilization Products, a Johnson and Johnson Company.