Pack Monitoring
for Vaporized Hydrogen Peroxide Low Temperature Sterilizers

1. Place one Celerity™ HP Chemical Indicator in each Vis-U-All™ Low Temperature Pouch or PRO-LITE™ Sterilization Tray.

2. Apply VERIFY™ VH2O2 Indicator Tape to wrapped trays. Ensure each piece is ≥ 4 in (10 cm.).

3. Upon completion of sterilization, interpret the tape.

4. At the time of use, aseptically open the sterilized pack, remove the indicator strip and interpret the results.

*PASS color change seen here is not always representative of actual CI color change. Please refer to Reference PASS color on the CI strip to interpret results.

This document is intended as a practical aid and is not a substitute or replacement for the product's Instructions For Use. Consult the Instructions For Use for complete use instructions.